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Quick Set-up Instructions
Bed Sensor Installation
· Place bed panel under mattress 18” from head.

· Position length of wire down to foot of bed.

· Place control unit onto base of bed, at foot of the bed.

· Connect panel into control unit using plug.

· Switch control unit onto chosen panel e.g. Bed.                    

· Turn control unit on. System should alarm.                     

· If calibration is correct system should stop alarming when the patient gets into bed.                           

· If system fails to stop alarming re-calibrate using screw at side of control unit.                

· Turn screw to increase or decrease sensitivity.                 

·  System should not alarm with patient in bed, but alarm when patient is trying to vacate bed.

Chair Sensor Installation
· If using chair panel, please place panel under chair cushion.                 

· Place control unit onto side of chair.               

· Connect chair panel into control unit using plug.                

· Switch control unit onto chair and turn system on.

· System should alarm without patient sitting in the chair.

· Once the patient sits in chair alarm should stop.

· System should alarm if patient tries to vacate chair or slides to one side.

· System may need slight re-calibration on control unit if sensitivity is not enough or too much.         

For more detailed instructions please see the Complete Instructions Manual.

